Interference with creatinine concentration measurement by high dose furosemide infusion.
Three patients had unmeasurable serum creatinine concentrations using a colorimetric method while receiving high doses of furosemide. The present study shows that enzymatic methods of measuring the serum creatinine concentration should be used in patients receiving high doses of furosemide.